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Present interest concerns development of a system to measure photoelectron-enhanced dose close to a
tissue interface using analogue gold-coated doped silica-ﬁbre thermoluminescence detectors and an
X-ray set operating at 250 kVp. Study is made of the dose enhancement factor for various thicknesses of
gold; measurements at a total gold thickness of 160 nm (accounting for incident and exiting photons)
produces a mean measured dose enhancement factor of 1.3370.01 To verify results, simulations of the
experimental setup have been performed.
& 2013 Elsevier Ltd. All rights reserved.1. Introduction
A primary aim in radiotherapy is to maximise the treated
volume dose while minimising dose to surrounding normal tissue.
Present interest concerns tissue suitably loaded with a high atomic
number medium, photon irradiation of this target promoting
photoelectron production. Photoelectron generation approaches
a maximum for incident photon energy E just above the absorp-
tion edge, the photoelectric effect having an approximate (Z/E)3
dependence with Z the atomic number of the absorption material.
The product photoelectrons and Auger electrons have relatively
high linear energy transfer (up to 12 keV mm−1) and short range,
localising dose enhancement in the treated tissue, one such need
being treatment of the thin (some tens of mm) inﬂamed synovium
of articulating joints in rheumatic arthritis. To ensure accuratell rights reserved.
i).measurement of dose, present research makes use of the TL signal
stored in Ge-doped SiO2 optical ﬁbres, noting the TL response of
doped silica optical ﬁbres to be dependent on the presence of
dopants, with non-uniformity in distribution of added dopants
needing to be accounted for. The ﬁbre dosimeters offer high spatial
resolution, typically ∼100 mm, allowing use in a variety of interface
dosimetry situations (Matsudaira et al., 1980; Spiers, 1949).2. Materials and methods
The SiO2–GeO2 doped ﬁbres (CorActive, Canada) used herein
have a doped core and cladding diameter of 50 μm and
124.770.1 μm respectively. A ﬁbre stripper (Miller, USA) is used
to remove the outer coating, and for irradiation of the ﬁbre is
typically cut into lengths of 0.570.1 cm. To mitigate against
uncertainty in TL yield, the gross TL yield was normalised to unit
mass of each irradiated ﬁbre; the mean mass of a ﬁbre was
(4.5570.001) mg. Fibres selected by screening with a ﬁxed dose
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mean); details have been provided elsewhere (Bradley et al.,
2007). For coating, a set of ﬁbres prepared in the same way were
cut into 1 cm lengths to allow ease of handling, also being easily
accommodated in the sputter coating machine.
Screened SiO2–GeO2 doped ﬁbres were coated using a turbo
sputter coater (Quorum Technologies Ltd, UK), producing 20, 40,
60, 80, and 100 nm thick coatings. Consistency was ensured using
a 2 V motor located inside the sputterer (Fig. 1), providing
1540 revolutions min−1 during the coating process. The ﬁbres were
then cut into 0.570.1 cm lengths as above. Prior to read out,
removing of the gold coating was carried out using a solution of
1 g iodine, 3 g potassium iodide, and 20 ml of deionised water at
room temperature. The procedure has no known deleterious effect
upon the TL signal (Williams et al., 2003).
The ﬁbres were irradiated in a specially designed Perspex cube
phantom of side 6 cm, with a series of six internal steps, each of
which was 0.5 cm high and 1.0 cmwide. During irradiation, optical
ﬁbres were placed on each step of the phantom, 20 ﬁbres being
used at each step location, 10 of these being coated and placed in
close proximity with each other and placed towards one end ofFig. 1. Magniﬁed view of coated ﬁbres mounted on a 2 V electric motor. The view,
taken through the magniﬁer, shows two coated ﬁbres located on a platform
attached to the electric motor.
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Fig. 2. 250 kVp spectrum wieach step, each step being used for a different coating thickness of
gold. For comparison, at each location 10 non-coated ﬁbres were
placed in close proximity with each other and located towards the
other end of the step. Irradiation was carried out using an
orthovoltage X-ray unit (GULMAY MEDICAL, Surrey UK), to deliver
a dose of 3 Gy. The unit has a 1 mm lead window, half value layer
HVL 2.7 mm Cu, FSD 50 cm, added ﬁltration (in mm) 1.5Al+0.25Cu
+0.5Sn. A tube current of 12 mA and tube potential of 250 kVp
was used.
To allow uniform control of thermal fading, optical ﬁbre TL
yield was measured 12 hours post-irradiation using a TOLEDO
thermoluminescence dosimetry reader (Pitman Instruments, Wey-
bridge, UK). The readout was carried out in the presence of N2 gas
ﬂow to suppress the effects of oxidation and triboluminescence.
The parameters found to provide an optimal glow curve were:
preheat temperature 160 1C for 10 s; readout temperature 300 1C
for 25 s at a ramp rate of 25 1C/sec. An annealing temperature of
300 1C for 10 s was subsequently used to eliminate any residual
signal. In addition to experimental measurements, Monte Carlo
simulation was carried out using the FLUKA code version 2011.2.2
(Ferrari et al., 2005; Battistoni et al., 2007) and the EGSnrc-based
DOSRZnrc (Mainegra & Kawrakow, 2012). The codes use an
original transport algorithm for charged particles that can simulate
the photoelectric effect with actual photoelectron angular distri-
bution according to the fully relativistic theory of (Sauter, 1931).
The 250 kVp spectrum incident on the phantom was generated
using the programme SpekCalc (Poludniowski et al., 2009), also
subsequently used in the Monte Carlo simulations to detect
changes in the spectrum obtained at each step depth; Fig. 2.
Details of the experimental set up have all been taken into account
in the simulation, tracking 107 and 108 photon histories for FLUKA
and DOSRZnrc respectively in a total CPU time of 3.6 h. The
phantom has been sampled as a cylinder rather than a cube in
order to allow comparison with the DOSRZnrc simulation. Dose
distributions in each gold thickness were scored by the USRBIN
detector card with 21 bins. Energy cutoff was set to 1 keV for
photons and 10 keV for electrons.
The dosimeter response in simulation was considered as
energy deposited per unit mass. TL yields were also normalised
to that resulting from a standard entrance dose to the surface.3. Results and discussion
For a given location, the dose enhancement factor (DEF) is
deﬁned as the ratio of dose deposited in the Au-coated ﬁbre,
divided by the dose deposited in the uncoated ﬁbre. The highest
measured dose enhancement was 1.3370.01 for a 80 nm Au
coating thickness, corresponding to a maximum path length
through which a photon can travel of 160 nm; Fig. 3 and 4.50 200 250 300
y (keV)
th SpekCalc programme.
Fig. 3. DEF for different thickness of gold
Fig. 4. DEF for different thicknesses of gold coating, simulated using FLUKA
and DOSRZ
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path length through which a photon can travel) has been shown to
be due to incomplete removal of the Au-coating (as veriﬁed by
optical microscopy). Both simulation codes show continuous
increase in dose enhancement with gold thickness at the given
dose, producing similar DEFs that differ in trend by o3%. The
simulations and measured DEFs similarly agree with each other,
indicating a DEF of (0.01670.001) nm−1 Au.4. Conclusion
In studies to-date, dose enhancement has been measured using
Ge-doped ﬁbres as a dosimeter, coated with different thicknessesof gold to generate photoelectrons. The experimental and simula-
tion results are in agreement, producing a DEF of some 1.6% nm−1
of gold coating using presently reported conditions. A practical
issue concerns use of chemicals to remove the gold, currently
leading to incomplete removal of the thickest gold coating layer
(100 nm). It is appreciated that more aggressive chemical treat-
ments may damage the surface, reducing the TL yield. The dose
enhancement technique offers potential for a number of thin
target radiotherapy treatments, as in radiation synovectomy, over-
coming issues in use of radioactive materials and in use of
metallised nanoparticles. The analogue gold coated ﬁbre TL
measurement technique has been developed in association with
Monte Carlo methods to verify the delivered dose in such thin
targets. The technique avails itself to study of DEFs for other
metallic element coatings.Acknowledgement
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